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U N C LASSIFIED 


ABSTRACT 


A simple facility is described for checking the sensitivity of dose- 


rate instruments for fast neutron detection, and for calibration of 
thermal neutron detectors. About 7 million plutonium-beryllium neutrons 
per second give a tolerance flux density of slow neutrons from the walls 
of a cavity in paraffin or water. 
Construction drawings of the cavity are 


given, and for the dimensions specified the constant is given for convert- 
ing any plutonium-beryllium flux of neutrons to combined thermal and 
epithermal flux densities, so that instruments can be calibrated in 
standard flux densities. 


The fast neutron doserate detectors use the same source, which has 


been shown to be equivalent to a polonium-beryllium source of the same 
strength, for a sensitivity check. A modified procedure using the source 
in the cavity is shown to give a somewhat lower flux of fast neutrons on 
the detector, but a rapid check can be made without setting up the source 
in air. 


Measurements around the cavity with an additional insert of three- 


inch-thick paraffin surrounding the source-holding tube show that the 
doserate from fast neutrons around the cavity used for source storage is 
less. than that around the original shipping container at comparable 
distances. 
The slow neutron flux density around the cavity during storage 


is negligible. 


The fast and slow neutron instruments used in this development were 


the AN/PDR-47A and the AN/PDR-49. 
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SUMMARY 


The Problem 


BuShips Code 685C stated a need for a facility to check the sensi- 


tivity of the AN/PDR-47A, a fast neutron doserate reading instrument, and 
for calibration of the AN/PDR-49 an instrument sensitive to neutron 
density. 


The Findings: 


It has been shown possible to check the sensitivity of a fast neutron 


detector with plutonium beryllium neutrons (instead of the polonium- 
beryllium neutrons originally specified by an instrument manufacturer). 
A cavity in water or paraffin has been shown to give a flux density of 
slow and epithermal neutrons suitable for calibration of the AN/PDR-49 in 
terms of flux density, a more useful quantity than neutron density. 
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ADMINISTRATIVE INFORMATION 


1. 
Background of Work 


During FY 1957 and FY 1958, the U. S. Naval Radiological Defense Lab- 


oratory developed a device for measuring doserate from fast and slow 
neutrons. 
During FY 1959 emphasis has been placed upon developing the 


calibration procedure for slow neutrons. 


2. 
Authorization and Funding 


This work has been authorized by the Bureau of Ships under NE 051-500, 


Technical Objective AW-5a Radiac Program and included in the U. S. Naval 
Radiological Defense Laboratory FY 1959 Technical Program as Program B-5 
Problem 5. 
Funds supporting this work were supplied by the Bureau of 


Ships on allotment 70178/59. 


3. Description of Work 


A cavity in water or paraffin was designed in which slow neutron 


detectors could be subjected to a tolerance flux of slow neutrons. 
The 


conversion of the source strength to slow neutron flux density was made 
experimentally, based upon earlier experiments conducted at the University 
of California. 
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REPORT OF INVESTIGATION 


INTRODUCTION 


In connection with fission-reactor development and applications a 


need exists for a simple calibration facility for thermal neutron detec- 
tors, and for checking the response of fast neutron doserate instruments. 
As part of the work of developing such facilities for estimating slow 
neutron fluxes and doserates at naval shipyards, some study has been made 
for the Bureau of Ships Code 685C of the possibility of using a plutonium- 
beryllium neutron source as a standard source for both flux-sensitive 
instruments and doserate-sensitive instruments. 
Because of the long 


halflife of plutonium and relatively low cost, its 
use has seemed prefer- 


able to that of polonium. 


The principal work described below is the development and tests of a 


slow neutron flux generator based on a generator developed at the University 
of California (UCRL 8359, W. Patterson, Roger Wallace, "A Method of Cali- 
brating Slow Neutron Detectors"). It is shown that a tolerance flux 
density of slow neutrons results within a cubical cavity 15 inches on an 
edge with 4-inch-thick walls of water or paraffin wax when a plutonium- 
beryllium source emitting about 7 million neutrons per second is placed 
within the cavity according to a standard procedure. The principle on 
which the generator is based is that the fast neutrons from the source 
are slowed to near thermal velocities by scattering from the cavity walls. 
(Although the principal interest is in the slow flux, a primary fast flux 
is present at any point depending on the inverse square of the distance 
from the source.) 
The variation of slow neutron flux density over the 


walls of the cavity is unimportant for the calibration of thermal neutron 
detectors which follow a 1/v or 1/E response law (where v and E are the 
neutron velocity and energy), so that the detector is sensitive mainly 
to the slow neutron flux. As stated, the method provides a slow neutron 
flux density (instead of the neutron density only) so that a calibration 
for detectors placed within the cavity can be given either in terms of 
flux density of slow neutrons or, by simple conversion, in terms of dose- 
rate. 


The entire calibration is based on a comparison of the responses of 


slow neutron detectors in the cavities in concrete, water and paraffin, 
taking the flux density in the concrete cavity determined at UCRL as a 
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standard figure. 


Besides its use as a slow neutron flux generator, the cavity in paraf- 


fin is considered as a storage container for the plutonium-beryllium 
source. When an additional insert of paraffin is put into the cavity 
around the tube containing the source the. doserats .of fast neutrons are 
lower outside the cavity than outside the original cylindrical container 
with the source, as will be shown. 
The fluxes of slow neutrons around the 


modified cavity are shown to give a negligible doserate. 


Following a brief description of the slow neutron flux generator, the 


basis for its use in calibration of slow neutron detectors is given in 
some detail 
Since the slow neutron flux generator described uses a 


plutonium-beryllium source, it was desirable to check the response of 
the original cavity in concrete at UC to these neutrons; our entire cali- 
bration is based on the performance of the concrete cavity with polonium- 
beryllium neutrons. 
It is shown that the concrete cavity gives nearly 


the same flux per neutron with the two different sources; the results 
with a set of foils are also given4 


The general problem of calibrating a doserate reading instrument has 


not been touched in the present work. 
Instead, a specific procedure is 


giyen .for checking the sensitivity of an instrument following the manu- 
facturer's direction, but with the substitution of a plutonium source of 
fast neutrons for the polonium-beryllium source specified for the interim 
fast neutron survey meter, the AN/PDR 47A. 
It is shown that the instru- 


ment sensitivity is the same with the two different sources of neutrons. 
Hence the longerlived plutonium source can be used for this check. 


For some purposes a modified procedure which gives an approximate 


check of doserate sensitivity is suggested which makes unnecessary any 
handling of the source once a correlation has been established by a user 
of the facility, 
The comparison made is that between the doserate re- 


sponse of the fast neutron detector from a fast neutron source in air and 
from an aperture in a source container of paraffin 


THE SLOW NEUTRON FLUX GENERATOR 


Figure 1 is a perspective view of the slow neutron flux generator 


showing the aluminum container for the four-inch-thick moderating material, 
either water or paraffin, and the top with the two holes for the source 
holder insert tube and for the detector cables4 
The cavity is used with 
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Fig. 1 
Slow Neutron Flux Generator. 
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the source in the tube holder positioned. 
,;;lfwy between the top and bot- 


tom walls and 
ith the detectors lying on the cavity floor when a slow 


neutron flux of calculable magnitude is to be generated and the slow 
neutron detectors calibrated. 
The split block of paraffin on the right 


of the drawing when inserted into the cavity around the source holder tube 
adds an additional three inches of paraffin shielding when the generator 
is used for source storage, between measurement periods. 


Cavity Constant With-.alls of 1ater 


'he problem of determining the actual flux density provided by a 


given source of fast neutrons was undertaken by UCRL. A cavity in con- 
crete, four feet on an edge with one foot thick walls was studied using 
indium foils. 
The flux density of slow neutrons was shown to be propor- 


tional to the fast neutron source strength and inversely proportional to 
the area of the surrounding concrete walls, as follows: 


KSA' 
,(1) 


F being the flux density in neutrons per square centimeter per second 
S the source strength in neutrons per second and A the area of the 
cavity walls in square centimeters. 
The constant of proportionality K 


was determined to be 1.25 with a polonium beryllium source of neutrons. 


In adapting the ideas studied to our needs with the smaller portable 


cavities it 
was necessary to evaluate the constant for scattering materials 


other than concrete. 
The simplest and most direct comparison was made, 


as follows: 
Our cavity, with walls of water, was used in parallel experi- 


ments with the cavity in concrete at UC with the same detectors, namely, 
borontrifluoride filled tubes, and the same sources of neutrons. 
By 


solving relation (1) for K, the ratio of the constants K' and K for the 
two cavities can be found as follows: 


FA 
(2) 
Kc 
St / 
S 
FA 


The source strengths S' and S are equal, for they refer to the same source 
of neutrons, and cancel in the relation. 
Hence the cavity constants 


KK (Kwater) and Kc (Kconcrete) are in the ratio of the detector readings 
multiplied by the ratio of areas of the two cavities. 
Evidently by 


using the ratio of the two flux densities denoted by Ft and F, the 


detectors need not be calibrated, since only a relative reading is 
needed. 
One precaution was taken, however, namely, to make the readings 


in the two cavities whose fluxes are being compared on the same scales 
of the instruments. 
Otherwise failure of the instrument scales to track 


could introduce an error into the ratio of the flux densities. 


Four different instruments were available at different times with 


which to determine the ratio of flux densities in the water and concrete 
cavities. 
The result of determinations with two instruments using the 


plutonium source and with four instruments using the polonium source 
gave the ratio of constants for the two cavities as: 


= 1.35 
0.05 
for plutonium beryllium neutrons. 
Kc 


- 1.22 
0.03 
for polonium beryllium neutrons. 
KC 


Since the ratio of constants for the plutonium beryllium neutrons is 


of the greatest interest for the use intended, the former ratio is taken. 
Hence the constant for the cavity in water for the plutonium-beryllium 
source is computed as 1.25 x 1.35 - 
1.7, since the comparison was based on 


the constant Kc for the source in concrete which had already been de- 
termined to be 1.25 by UCRL. 
The constant Kw then refers to the total 


flux of neutrons from the walls per emission rate of source neutrons. 
It shows that from the water walls an average of 1.7 neutrons emerged 
per source emitted, and hence indicates more than one trip per scattered 
neutron. 


In the above table it is considered surprising that the constants for 


the two different kinds of cavities differed by as much as 10 percent with 
the two different neutron sources. 
Possibly placing the detectors and 


sources in slightly different relative positions, and errors in reading 
the instruments may account for the observed differences, 
But the differ- 


ences seem real. 


It has seemed worthwhile to try to compare the responses of the cavity 


in concrete to the plutonium and polonium sources with another detector. 
A set of measurements under well controlled conditions using indium foils 
as detectors with the plutonium and polonium sources were made,. 
The re- 


sults in the same cavity with the two sources, plutonium and polonium 
neutrons show that the relative flux with plutonium sources is slightly 
higher, as is also shown with the boron trifluoride detectors. 
The 


measurements with one set of 5 pairs of foils give the ratio of cavity 
constants as 1.065 
0.04, the flux being a few percent higher with plu- 


tonium neutrons. 
The subject is considered open; the difference with the 


two sources is not sufficient, it appears, to be very significant for the 
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determination of the standard flux density needed for the calibration 
facility, but will be checked with more foils and detectors as time 
allows. 


Cavity Constant With Walls of Paraffin 


After the direct comparison between the flux density with similar 


sources in cavities in concrete and water had been completed, BuShips 
Code 685C asked that a cavity using paraffin or polyethylene walls be 
studied and the constant evaluated. 
The cost of polyethylene appeard 


excessive so a bare wax cavity was made without the retaining aluminum 
walls. With conditions otherwise identical, a plutonium-beryllium 
neutron source emitting about 7 million neutrons per second was put into 
the source holder (as in Figure 1) and transferred from one cavity to 
the other with the detectors in the same relative positions in the two 


As in the earlier comparison with the detectors in the concrete and 


water.cavities, the sources were the same, but here the wall areas were 
also the same. 
Hence the ratio of the detector readings in the two 


cavities gives the transfer factor for converting the constant in water 
to that in paraffin For two different instruments in a number of trials 
the ratios of the fluxes were identical, namely, 1.28, the fluxes being 
higher in paraffin than in water. 
Basing the result on the figure 1.70 


for K in the waterwalled cavity, the constant for the paraffin cavity is 
2.1. 


A word about the conditions for calibrating detectors in the cavities: 


It had been observed in the rather large concrete cavity at UC that the 
relative positions of the sources and detectors did not greatly influence 
the results. 
In our smaller detectors it was possible to get about 20 


percent larger apparent flux densities by putting the sources close to 
the detectors, indicating some fast-flux sensitivity in the detector. 
For this reason, after some trials it 
was decided to put the source 


into a standard position, namely, in the source holder tube, and insert it 
inside the top plate of the cavity so that the source itself was about 
halfway between the top and bottom walls. Moreover, some trials with 
the detectors in different positions showed little effect of distance 
beyond a certain minimum distance; nevertheless our measurements were 
made with the detectors lying on the bottom of the cavity, with their ends 
pointed away from the suspended source0o In this position the fast-flux 
contribution was less than 5 percent of the total indication, as shown by 
a cadmium ratio of about 20 for the tubes in this position. 
The walls 


and front end of the detectors were covered with 40 mil thick cadmium 
for this measurement, but the detector end nearest the preamplifier could 
not be covered. 
Hence, the contribution of fast flux to the indication 


is considered to be less than 5 percent. 
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The Paraffin Cavity for Source Storage 


The fast neutron dose at the surface of the paraffin cavity was 


measured on the side nearest the source in a horizontal plane through 
the cavity center, and in the center of the top wall. 
These measurements 


gave figures at the surface ranging from about 4 to 2 millirep per hour, 
or about 5 times tolerance; at 1 foot from the walls the doserates were 
about one-third to one-half those at the walls and not decreasing with 
the inverse square of distance. 


The slow neutron flux densities, however, were low all around the 


paraffin cavity, amounting to at most about one-seventh of tolerance. 
Hence the slow neutron shielding is probably adequate, but more moderator 
around the source is needed to reduce the doserate from fast neutrons. 


Referring again to Figure 1, the split paraffin block shown has a 


hole which allows the source container tube to fit into it, so that an 
effective 3 inches of additional paraffin shield is around the source 
when the generator is being used for storage. This additional moderator 
reduces the fast doserate to about half that without the paraffin insert 
when the measurement is made at the wall outside9 and to half similarly 
at 1 foot. 
Figure 2 shows the measurements made at 1 foot in the indica- 


ted positions all around the paraffin walls. 
The whole numbers give the 


measured slow neutron flux density at the same positions. 
The fast 


neutron doserates are not falling off as the inverse square, but all 
rates shown on the drawing are below tolerance doserates at 1 foot. 
For 


comparison, the fast neutron doserate is shown around the wax filled 
drum used as shipping container and for source storage; no doserates 
around the cavity are larger than those around the shipping container and 
most are lower. 


The measurements detailed above for calibration of the slow neutron 


detectors are of course to be made without the paraffin insert, for the 
detailed theory of computing the flux density is not available for this 
kind of cavity and source positioning, 
Nevertheless a reading with the 


instruments in the cavity with the insert in place showed that the flux 
density available in this unconventional arrangement was 80 percent of 
that without the insert. 
It is recommended that the calibration and the 


check with the detector outside the cavity not be carried out with the 
paraffin insert in place. 


Design Details of the Slow Neutron Flux Generator 


Figure 3 is a design drawing of the generator and accessories. 
The 


cost of fabricating the shell at a naval installation was about $200. 
If 


water is not used, the paraffin (density 0.931, containing about 2 per- 
cent of polyethylene) may be poured into the shell. 
When cast into 
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blocks about 4 x 20 x 20 inches, it cost about $15 per hundred pounds. 
If cast by a supplier, the price may be somewhat higher but probably 
will be less than $20 per hundred pounds. 
(It may be necessary to cast 


the bottom of the shell in two melts to keep shrinkage to a small 
figure). 
An item not shown in Figure 3 which may be of some value is a 


paraffin plug to be used in the source holder tube when the cavity is 
used for storage. 
The drawing of the cover was that for water; when 


paraffin is used the opening in the cover should be rather large, say 4 
inches by 8 inches, and need only be covered to keep dust out. 


SENSITIVITY OF A FAST NEUTRON DOSERATE READING INSTRUMENT TO PLUTONIUM- 
BERYLLIUM NEUTRONS 


In converting a sensitivity to polonium beryllium neutrons to one 


for plutonium beryllium neutrons, two sources at UCRL were used with the 
AN/PDR-47A, the transistorized version of the former Raychronix El 
(Rudolf). 
Sensitivity, the response to unit flux density of neutrons, 


was computed for a number of positions of the counter with respect to 
both sources. 
One datum (in parentheses below), taken at two meters 


from the strong source of polonium beryllium neutrons, was left out of 
the average, owing to the possible influence of scattered neutrons in 
giving a spuriously high sensitivity. 
The other sensitivity data, taken 


with two instruments, are as follows: 
(Units are 10-2 millirep per 


hour per neutron per square cm per second.) 


For Polonium-Beryllium Neutrons 


Instrument No. 8 
Instrument No. 35 


Avge 
Avge 


(2.04) 
1.72 
1.62 
1.72 
1.69 
(2.39) 
1.79 1.83 
1.70 1.77 


For Plutonium-Beryllium Neutrons 


Instrument No. 8 
Instrument No. 
'| 


Avge 
Avge 


1.64 
1.58 
1.86 
1.69 
1.64 
1.83 
1.70 1.69 


It is felt from the closeness of the average responses of the instru- 


ments to the two sources that the sensitivities to the two sources are 
equal. 
Consequently, 
the plutonium-beryllium neutron sources recommended 


can be used in place of the polonium beryllium source specified in the 
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manual accompanying the two instruments, page 8, paragraph 5.4. 
The 


sensitivity figure for calibration remains, of course, the same; viz., 
1.45 0.05 x 10-2. 
(Evidently the detectors as received were not in 


calibration, but the relative responses only were being studied with the 
two sources here.) 


Sensitivity Check with Source in Cavity 


At the request of the Bureau of Ships, Code 685C, the possibility 


has been considered of using the source in place in the cavity in 
checking the fast neutron sensitivity of the interim AN/PDR-47A. Because 
the chamber of the 47A extends over three inches and radiators are present 
in the detector chamber, it is difficult to define a centroid for sensi- 
tivity checks. It is therefore desirable to keep the distance between the 
center of the source and the chamber sufficiently large that the "distance" 
measured between the chamber center and the source center is not too much 
in error from the uncertainty in distance. 
It has been convenient to keep 


this distance at 41 cms, center to center, while making the sensitivity 
check. 
The jig shown in Figure 3 fits over the source insert hole to 


keep the distance correct. 
Comparative measurements of doserate indica- 


tion were therefore made at. this distance with two instruments using the 
plutonium beryllium source (1) in air, (2) in the source holder with the 
detector above the source holder at the same distance, and (3) as in (2) 
but with the paraffin insert around the source holder. 
The two parallel 


tables give the results of these sensitivity checks under the circum- 
stances: 


Source to center of chamber distance 41 ems 
% Reading in Air 


Inst. No. 
Air 
In Tube 
With Insert 
Air 
In Tube With Insert 


(mrep/hr) 


8 
4.3 
3.8 
3.7 
100 
88.4 
86.0 


35 
6.0 
5.0 
3.0 
100 
8303 
66.0 


Deviation of sensitivity .in air from 
correct figure as given by manufacturer 


Inst. No. 
8 
13% low 


"11 
35 
22% high 


With so few data it is not useful to analyze the reasons for the large 


drop in apparent sensitivity with instrument No. 35 when the paraffin 
insert is put around. the source holder tube. 
With an originally high 


sensitivity, with the discriminator set too low, the instrument is per- 
haps more susceptible to error from energy loss of neutrons. 
It appears, 


however, undesirable to use the insert in the cavity when making the 
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sensitivity check with the instrument, 
It 
seems little 
muld be gained by 


making a hole in the cavity wall for thick kind of -ensitivi tv check, and 
the method uced is considered the simplest likely to be found with the 
least interference with other functions of the slow neutron flux genera- 
tor. 
It is recommended that a number of instruments be checked for their 


performance when held in the jig above the source in the standard position 
and a comparison be made with the same instruments in air for a more 
reliable correction factor to be given than this average of two data in 
the sixth column of the table for the source in the tube without the 
paraffin insert. 


The performance capability of the AN/PDR-47A and the AN/PDR-49 is being 


evaluated by George Hitchcock who has made a number of the measurements 
reported here and made several valuable suggestions. 
Turner H. Bailey 


made the wax cavity and helped with the measurements. 
Samuel W. Lee 


contributed to the design and engineering of the aluminum shell. 


DISCUSSION AND CONCLUSIONS 


In connection with fission-reactor development and applications a 


need exists for a simple calibration facility for thermal neutron detec- 
tors, and for checking the response of fast neutron doserate instruments. 
Some study has been made of the possibility of using a standard source of 
plutonium beryllium neutrons for producing a standard flux of slow neutrons 
and for the sensitivity check needed. 


The principal work described is the development and tests of a slow 


neutron flux generator based on a generator developed at the University of 
California Radiation Laboratory (UCRL 8359). 
The principle used is that 


of moderating the fast neutrons from the source by scattering within a 
cavity containing hydrogenous material so that a steady state flux density 
of slow neutrons results which depends on the source strength S, and the 
area of the cavity walls A, according to 


F 
KS 


The determination of the constant K for a cavity in concrete was carried 
out by UCRL. 
The measurements made at NRDL were made in cavities of 
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water and paraffin, and the constants for these shown to be 1.70 and 2.1 
The constants refer to the particular size cavity made and described with 
working drawings in the report. 
A tolerance flux density of slow neutrons 


results when a source of about 7 x 106 neutrons per second is placed in- 
side the cavity. 


It is shown that the cavity in paraffin is suitable for source stor- 


age, the fast neutron doserate when an additional 3 inches of paraffin is 
placed around the source holder being of the order of tolerance at one 
foot from the walls, and the slow neutron flux density being negligible. 


No fundamental work of calibrating the fast neutron doserate instru- 


ment has been done, but a sensitivity check has been shown possible with 
the source of fast neutrons used in the generator, and a modified method 
gives a check with the source inside the paraffin cavity. 


Approved by: 


A. GUTHRIE 
Head, Nucleonics Division 


For the Scientific Director 
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Fig. 3 
Assembly and Detail Drawing 


of Slow Neutron Flux Generator 
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